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Deep underground environments are ideal for low background searches due to the attenuation of
cosmic rays by passage through the earth. However, they are affected by backgrounds from γ-rays
emitted by 40K and the 238U and 232Th decay chains in the surrounding rock. The LUX-ZEPLIN
(LZ) experiment will search for dark matter particle interactions with a liquid xenon TPC located
within the Davis campus at the Sanford Underground Research Facility, Lead, South Dakota, at the
4,850-foot level. In order to characterise the cavern background, in-situ γ-ray measurements were
taken with a sodium iodide detector in various locations and with lead shielding. The integral count
rates (0–3300 keV) varied from 596 Hz to 1355 Hz for unshielded measurements, corresponding to
a total flux in the cavern of 1.9 ± 0.4 γ cm−2s−1. The resulting activity in the walls of the cavern
can be characterised as 220± 60 Bq/kg of 40K, 29± 15 Bq/kg of 238U, and 13± 3 Bq/kg of 232Th.
1. Introduction
Direct searches for Weakly Interacting Massive Parti-
cles (WIMPs) as candidates for dark matter involve
looking for an interaction of a WIMP with an atomic
nucleus, a process not yet observed. Recent experi-
ments, utilising xenon as the target in dual-phase no-
ble liquid time projection chambers (TPCs), have led
the way in setting ever more stringent limits on WIMP
properties [1–3]. In order to probe smaller and smaller
WIMP-nucleon interaction cross sections, such rare-event
searches demand extremely low background event rates
in the region of interest. The LUX-ZEPLIN (LZ) exper-
iment, a dark matter experiment presently under con-
struction [4] at the Sanford Underground Research Facil-
ity (SURF), is projected to reach unprecedented sensitiv-
ity, excluding spin-independent scattering cross sections
above 1.6× 10−48 cm2 for a 40 GeV/c2 WIMP [5].
LZ will feature a dual-phase xenon TPC containing
7 tonnes of active xenon inside a radiopure titanium cryo-
stat [6]. Signals from electron and nuclear recoils induced
by γ-rays, electrons, neutrinos, neutrons, and potentially
WIMPs are collected by a total of 494 photomultiplier
tubes (PMTs). A two-component veto system rejects any
particles scattering in both the TPC and veto detectors
and characterises the general radioactive backgrounds for
LZ. The veto system consists of an instrumented liquid
xenon skin between the TPC and inner cryostat, primar-
ily to detect scattered γ-rays, and a near-hermetic 17.3 T
Gd-loaded liquid scintillator detector system known as
the Outer Detector (OD) surrounding the outer cryostat.
The main purpose of the OD is to veto neutrons; Gd has
a Now at: University of Oxford, OX1 3RH, UK.
b Corresponding author: sally@physics.ucsb.edu
c Now at: Lawrence Livermore National Laboratory, 7000 East
Avenue, Livermore, CA 94550
an extremely high thermal neutron capture cross section,
making neutrons easily detectable via the post-capture
γ-ray cascade. A high neutron detection efficiency in
the OD is essential as an approximately 1 MeV neutron
characteristic of those born via natural radioactivity can
produce a nuclear recoil in the same energy window as
a WIMP. Maintaining a low background rate inside the
OD from sources external to the detector, such as the γ-
rays from natural radioactivity in the cavern, is essential
for its role as a veto. This is due to considerations of the
false veto rate and the amount of excluded data, both of
which will increase with the rate in the OD.
SURF is located at the former Homestake Gold Mine
in Lead, South Dakota. The Davis cavern, the future
home of the LZ experiment, is located 4,850 feet (4,300
m.w.e. [7]) underground, and was home to LZ’s prede-
cessor LUX, a 250 kg xenon detector which set world
leading constraints on WIMP-nucleon scattering cross-
sections [1, 8]. At this depth, the cosmic ray flux is
reduced by a factor of 106 compared with that at sea
level [9]; however, when underground a background from
intrinsic radioactivity in the cavern rock must be consid-
ered. LZ will be housed within a water tank of height
591 cm and radius 381 cm which provides additional
shielding from this radioactivity. This water tank pre-
viously housed the LUX detector and was instrumented
with PMTs to act as a water Cherenkov muon veto [10].
Further shielding is provided by 6 octagonal plates of
5 cm thickness inlaid in the floor beneath the water tank.
This shield has the shape of an inverted pyramid be-
neath the centre of the water tank, directly below where
the xenon target is placed for both LUX and LZ. The
tank and the pyramid sit atop a layer of gravel that ex-
tends as deep as the pyramid and to the radius of the
water tank. Geological and radiometric surveys of the
Homestake mine indicate that most rock at the 4,850
level is of the Homestake formation, a metamorphic rock
of relatively low uranium and thorium content [12]. Ad-
3(a)
(b) Floor - 64%
rhyolite
(c) North wall - 36%
rhyolite
(d) West wall - 42%
rhyolite
FIG. 1: Schematic of the Davis cavern is shown in 1a, with
the naming convention of the walls and the location of the
water tank marked in dashed grey. Expected location of the
rhyolite intrusion is shown in orange in 1b–1d with the
relative contribution of rhyolite given in the caption. The
other walls are not shown; the ceiling is estimated at 0%
rhyolite, the south wall at 5% and the east at 2% [11].
ditionally, rhyolite intrusions in the rock have been iden-
tified; rhyolite is an igneous, volcanic, silica-rich rock,
with higher natural radioactivity. The relative amount of
rhyolite intrusions within the Davis cavern has been es-
timated; the intrusion is known to pass below the cavern
and diagonally across both the north wall and west wall
(see Figs. 1b–1d). A layer of sprayed concrete (shotcrete)
of average thickness 12.7 cm lines the walls and ceiling of
the cavern, but the thickness is known to vary by a factor
of two. The floor consists of 15 cm of low-radioactivity
concrete; the exception to this is within two rooms at the
north end of the lower level of the cavern, originally used
for low background HPGe measurements, known as the
counting rooms, where the floor is 30 cm thick. The radi-
ological contents (uranium, thorium, potassium) of rock
formations and construction materials - measured with
high purity germanium (HPGe) screening at the time of
construction - are shown in Table I; some variation of ra-
dioactivity between all material samples is observed and
so both the average values and range are given. Table I
also contains two recent measurements of samples col-
lected at the time of the measurement described in this
paper, shown with uncertainties in the bottom two rows.
The 238U and 232Th chains contain a series of α and
β-decays which often lead to γ-ray emission from excited
states of the daughters. For the entire uranium and tho-
rium decay chains, on average 2.2 and 2.7 γ-rays are
TABLE I: Measured activities from radioassay of rock,
shotcrete and gravel samples. The first four materials were
radioassayed during construction of the Davis cavern and
give the average and range for several samples [18]. When
not stated, overall uncertainties are estimated to be 10–20%.
The final two samples, shotcrete taken from near the
entrance to the cavern and gravel from beneath a manhole
cover near the water tank, were extracted from the Davis
cavern at the time of the measurements described in this
paper and uncertainties are given for each individual
measurement.
Sample
40K 238U 232Th
(Bq/kg) (Bq/kg) (Bq/kg)
Homestake
avg. 297 2.7 1.3
range 31–601 0.7–9.5 1.0–6.5
Rhyolite
avg 1291 108 44
range 523–2127 99–135 7.7–61
Concrete
avg. 381 27 13
range 393–368 22–27 13–14
Shotcrete
avg. 272 23 12
range 127–393 22-28 8.1–14
Shotcrete - 220± 30 21± 1 11.4± 0.4
Gravel - 35.0± 0.6 26.3± 0.1 1.7± 0.8
expected respectively [13], if secular equilibrium is as-
sumed. Additionally, 40K emits a 1461 keV γ-ray with
a branching ratio of about 10%. Because of the pos-
sible high levels of these isotopes in both rock forma-
tions and construction materials, characterisation of the
γ-ray background in underground facilities is a standard
measurement and has been performed at Gran Sasso Na-
tional Laboratory [14], the Modane Underground Labo-
ratory [15], the Boulby Underground Laboratory [16] and
the China Jinping Underground Laboratory [17].
Previous measurements at SURF of the γ-flux at
depths of 800 ft, 2,000 ft, and 4,550 ft demonstrated that
the flux at different locations even at the same depth can
vary by up to 30%, depending on the variation in the ge-
ological formations [19]. This suggests a direct measure-
ment in the relevant experimental area housing a low-
background experiment is required. For the Davis cav-
ern at a depth of 4,850 feet, a measurement with a HPGe
detector was taken within a room on the lower level adja-
cent to the water tank, which prior to this work was the
only measurement in the vicinity of the LZ experiment.
The γ-ray flux from this HPGe measurement was stated
to be constrained by an upper limit of 2.19 γ cm−2 s−1
(1000–2700 keV), but substantial uncertainties in both
the analysis and calibration for this study renders the
results too inaccurate for the purposes of background
determination for LZ. This motivated a dedicated mea-
surement to obtain a more precise γ-ray flux, presented
in this paper, to be used in LZ background estimations
for WIMP search, outer detector background rates, and
other relevant rare event searches such as 0νββ-decay.
42. Experimental Setup
To measure the γ-ray flux in the Davis cavern, a 5-
inch × 5 inch thallium-doped sodium iodide (NaI) scintil-
lating crystal coupled to a photomultiplier tube (PMT)
was used, as shown in Fig. 2. The detector, manufac-
tured by Harshaw, was connected to a NOMAD 92X-P
portable γ-spectroscopy unit. The MAESTRO software
was used to produce spectra [20].
FIG. 2: A photograph of the 5-inch NaI(Tl) detector,
showing the preamplifier, PMT and NaI crystal.
A total of 130 lead bricks measuring 8 × 4 × 2 inches
were used to create γ-ray shielding for the NaI detec-
tor; the lead used was virgin (used direct from ore) and
obtained from the Doe Run Mining Company. Three
different shielding configurations were used to expose the
detector to the γ-ray flux from different directions within
the cavern; the detector was shielded from all sides ex-
cept below, above, and sideways towards the flat face of
the crystal, see Fig. 3. This shielding was constructed to
provide at least 8 inches of lead on the sides that were not
exposed. Many of the measurements both with and with-
out shielding were taken inside the water tank, which had
been emptied of water after removal of the LUX detector.
FIG. 3: Photographs of the lead shields constructed to
expose the detector to γ-rays from below (L) and above (R).
2.1. Detector Calibration and Efficiency
A 60Co source calibration was performed before each
measurement. The gain of the NOMAD unit was ad-
justed so that the sum peak at 2505 keV was visible,
ensuring that the dynamic range was adequate to fully
contain the 2614 keV peak from 208Tl for the back-
ground measurements. 60Co, 137Cs and 228Th calibra-
tion sources were used in order to assess detector effi-
ciency and resolution. Each calibration spectrum was fit-
ted with Gaussians and exponential backgrounds in order
to determine the location and resolution of the 1173 keV,
1332 keV, and 2505 keV peaks for 60Co, the 662 keV peak
for 137Cs and the 2614 keV peak from 208Tl (a product
of the 228Th decay chain). All calibrations were per-
formed in the centre of the water tank on the floor; the
unshielded measurement in that position was used to sub-
tract the cavern background from the calibration spectra.
Using the 60Co data a calibration curve relating the PMT
channels to an energy was obtained, and good linearity
was observed.
The absolute efficiency of the detector (εA) is a prod-
uct of the geometric acceptance, which depends on the
fraction of solid angle the detector is exposed to, the ef-
ficiency describing the conversion of incident γ-rays in
the NaI crystal, and the light collection efficiency of the
detector. It can be described as:
εA(E) =
N(E)
ATPγ(E)
, (1)
where N(E) is the number of counts in a photopeak of
energy E, A is the activity of the source, T is the live
time and Pγ(E) is the probability of a single decay pro-
ducing a γ of energy E. An over-estimation of εA was
observed in simulation; this is most likely an effect of
energy-only simulations, as no light collection effects are
included. Simulations of calibration sources at varying
distances from the detector were performed and source
activities were used to calculate the rates in each simu-
lated photopeak. Comparison to data exhibited a 10%
overestimation of efficiency in simulation; a correction
factor of 0.90±0.06 was therefore applied to further sim-
ulations. The detector was also compared to a standard
3 inch × 3 inch NaI(Tl) crystal as is typical in HPGe
spectroscopy; this uses the rate in the 1332.5 keV peak in
60Co calibration data taken with the source at a distance
of 25 cm from the endcap. Note that a percentage greater
than 100% is expected as the detector is 5 inch × 5 inch
and therefore larger in volume by a factor of 4.6. This
factor was determined to be 440% in data, and this was
matched by the corrected simulation. Furthermore, the
resolution (R) of each peak was calculated from the full
width at half maximum (FWHM) and the energy (E)
of that peak, using:
R =
FWHM
E
=
∆E
E
. (2)
From these calculations the resolution scale was deter-
mined from a fit to the following resolution model [21]:
R =
∆E
E
=
√
α2 +
β2
E
+
γ2
E2
, (3)
where α describes the light transmission from the scin-
tillating crystal to the photocathode, β is the statistical
5fluctuations in photon production, attenuation, conver-
sion and amplification, and γ is the contributions of noise.
This resolution model is shown in Fig. 4, and was used to
apply a correction to true energy deposits in Monte Carlo
simulations of the rock γ-flux for direct comparison with
the NaI data (see section 3).
500 1000 1500 2000 2500
Energy (keV)
0.04
0.05
0.06
0.07
0.08E
/E
∆ Calibration Data
2/E2γ/E + 2β + 2αE/E  = ∆
 0.006 ± = 0.038 α
 0.8 ± = 1.0 β
 13 ± = 36 γ
 
FIG. 4: Resolution of the NaI detector for peaks obtained
from 137Cs, 60Co and 228Th calibration data. A fit to the
data points using Eq. 3 is shown.
2.2. Data Collection
A total of nine background measurements, three un-
shielded and six shielded, were taken in the Davis cavern
as shown in Fig. 5. Locations for unshielded measure-
ments consisted of on the floor in the centre of the water
tank (a), a position on the upper deck in the Davis cavern
(known as the Upper Davis) approximately 3.4 m from
the water tank centre (b), and within the east count-
ing room (c). Of the shielded measurements, three were
intended to investigate the attenuation due to the steel
pyramid beneath the water tank and so were unshielded
only from below; the first at the edge of the tank expos-
ing the detector to the gravel beneath (d), positioned at
half the radius of the water tank shielded by 15 cm of
the pyramid (e), and at the center shielded by the full
30 cm of the pyramid (f). The final three measurements
were with the detector in the centre of the tank; first
unshielded from above with the intention of measuring
the flux from the ceiling (g), and then the shielding re-
moved from the west facing (h) and east facing sides (i)
of the detector at its circular face in order to look for an
asymmetry due to the presence of rhyolite.
The energy spectra up to 3000 keV for all 9 positions
are shown in Fig. 6. Table II contains the total integrated
rates and rates integrated from 200–3300 keV. The dif-
fering live times were dictated by time available under-
ground at SURF, with shielded measurements given pri-
ority for overnight data-taking to account for the lower
rate. The overall measured rates were highest in the east
counting room, followed by the upper level of the Davis
cavern and the centre of the water tank. Differences in
rate can be attributed to shielding, the proximity to the
steel pyramid and differences in the structure and mate-
rial of the floor.
For the west and east facing measurements, no signif-
icant asymmetry was observed in comparison to the dif-
ferences in activity of the rhyolite versus the Homestake
rock and shotcrete. The rhyolite intrusion is thought to
be present on the west wall (see Fig. 1), but the rate
from this direction was measured to be about 10% less
than the east facing measurement in total rate. This sug-
gests a lack of a significant flux of γ-rays from rhyolite
surviving through the shotcrete layer, and the observed
difference may be due to unevenness in shotcrete thick-
ness since the shotcrete is approximately 10 times more
radioactive than the Homestake formation in 238U and
232Th.
For the measurements facing downwards at the steel
shielding pyramid, the total rate measured above 30 cm
of steel in the centre was within 3% of the rate in the
position at half of the tank radius, where the detector
was just shielded by 15 cm of steel, as can be seen by the
two lowest rate histograms overlapping in Fig. 6. The
measurement at the edge of the tank, with no steel be-
neath, had a higher rate. As the gravel under the water
tank is known to be relatively low in radioactivity, we
assume that the rate measured in (e) and (f) - the low-
est - correspond to the intrinsic background of the ex-
perimental setup, including the NaI detector, as NaI(Tl)
crystals are known to have intrinsic 40K, 238U and 232Th
contamination [22] and PMTs are also known sources of
radioactivity. Contributions from the lead shielding are
expected to be subdominant to the detector.
Radon in the cavern air resulting from natural emana-
tion must also be considered; decays from below 222Rn
make up a majority of the γ-rays in the 238U chain.
There is no specific mitigation of underground radon lev-
els at SURF, where the total average radon concentra-
tion in the Davis Campus is approximately 310 Bq/m3,
with a seasonal dependence resulting in a winter low of
150 Bq/m3 [12]. However, during some days of data ac-
quisition, unusually high radon levels were recorded, due
to changes in airflow in the mine drift outside of the Davis
Campus. The average recorded radon concentration for
each dataset is also shown in Table II, but it should be
noted that radon data was taken in an area outside the
main entrance to the cavern known as the common cor-
ridor, so some uncertainties remain over the air circula-
tion differences between this location and where the γ-ray
data was taken, but the concentrations were significant
enough that gamma-rays from radon must be included
in this analysis.
3. Simulation and Analysis
Simulations of the cavern background are per-
formed using the BACCARAT framework, a Geant4
v.10.03 [23] package primarily used for LZ background
simulations. The model used for electromagnetic pro-
cesses is G4EMLivermorePhysics; this covers inter-
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FIG. 5: Layout of the Davis cavern showing key dimensions and measurement positions denoted with red crosses and labelled
as in Table II. Also shown is the location of the LUX/LZ control room, a cleanroom, and the counting rooms. Note that this
was the layout at the time of the measurements and changes (such as the removal of the cleanroom) have taken place for LZ
construction.
TABLE II: Measurement dates, live times, radon concentrations and integrated count rates. Here, ‘looking down (up)’ refers
to the shielding configuration where only the underside (topside) of the detector is not shielded by lead. Uncertainties on
rates are Poisson counting errors only.
Position of measurement Label Start Date
live time Avg. Radon Rate (Hz) Rate (Hz)
(hours) (Bq/m3) Total > 200 keV
Centre of water tank, unshielded a 24/10/17 4.0 422± 34 595.7± 0.2 386.0± 0.2
Upper Davis, unshielded b 26/10/17 3.6 868± 222 794.4± 0.2 512.0± 0.2
East Counting Room, unshielded c 26/10/17 2.1 929± 70 1355.0± 0.4 750.9± 0.3
Edge of tank, looking down d 16/10/17 18.2 358± 80 94.17± 0.04 64.40± 0.03
Halfway to edge of tank, looking down e 17/10/17 17.9 336± 55 17.15± 0.02 10.70± 0.01
Centre of tank, looking down f 19/10/17 117.0 500± 155 16.715± 0.006 10.427± 0.005
Centre of tank, looking up g 18/10/17 20.2 372± 76 203.57± 0.05 139.0± 0.04
Centre of tank, looking west h 24/10/17 17.3 359± 37 95.11± 0.04 51.77± 0.03
Centre of tank, looking east i 25/10/17 22.3 316± 46 106.33± 0.4 59.14± 0.03
actions using Livermore models for γ and electron
cross-sections [24] [25], with a focus on low energy
processes, such as Rayleigh and Compton scattering,
bremsstrahlung and the photoelectric effect. An event
biasing technique is applied to accelerate the simulation;
this was developed for LZ background simulations of the
cavern due to the low probability of a γ-ray surviving
through the water shield, outer detector and the skin
layer of liquid xenon. 238U, 232Th and 40K decays are
initiated within a 30 cm thick layer of rock surround-
ing the cavern at the approximate location of the cavern
walls. The event biasing technique involves saving γ-rays
on a predefined surface, then propagating them onward
with the same momentum in a second simulation with a
multiplicative factor in order to increase γ-ray statistics.
This can be done multiple times on surfaces of decreasing
size around a target detector volume.
A custom geometry featuring the cavern, pyramid, wa-
ter tank and detector was created, with options to use
each of the lead shielding configurations to expose the
NaI detector from either above or below. The cavern
and the surrounding rock are modelled as a cuboid with
internal space of 20× 14× 12 m; this is larger by design
than the dimensions shown in Fig. 5 to conserve the sim-
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FIG. 6: The energy spectra for all nine measurements in the energy range 0–3000 keV.
ulated surface area with reality, as the cavern walls are
uneven. Radioactive sources were placed within the first
30 cm of the cavern rock, as previous studies have shown
that due to attenuation, such a ‘shell’ configuration is
sufficient to produce more than 96% of the total γ-ray
flux [26]. The cavern rock is simulated using the chemi-
cal composition of a Homestake sample and is a mixture
of oxides, primarily SiO2, Al2O3, FeO and water [19].
For the 238U and 232Th chains, an event generator devel-
oped for LZ background simulations was used. For each
event, this generator initiates a chain of decays begin-
ning at 238U or 232Th and ending at the stable 206Pb or
208Pb. Therefore, α, β and γ-decays for the entire chain
are generated with the correct energies and branching
ratios. Secular equilibrium is assumed, as any break in
equilibrium is not expected to have an effect on the deter-
mined concentration of radioactive contaminants, since
the high-energy and high-intensity γ-lines measured in
this analysis are all from from the late sub-chains. En-
ergy deposits by conversion of γ-rays inside in the NaI
crystal were recorded and then smeared by a Gaussian
function using parameters from the fit of Eq. 3 to cali-
bration data shown in Fig. 4. This was done separately
for 40K, 238U and 232Th. Fig. 7 shows an example of a
simulated energy spectrum summed over 40K, 238U and
232Th in true energy deposits before and after smearing.
Additionally, due the high levels of radon present at
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FIG. 7: An example energy spectrum obtained in simulation
for position (a). The black histogram shows true energy
deposits where photopeaks from various lines are visible,
whilst the red line shows the result of smearing with Eq. 3.
the time of the measurements, the 222Rn decay chain was
simulated and the rates normalised using the measured
concentrations.
For use in future LZ simulations, the simulated activi-
ties of isotopes within the rock shell in Bq/kg are required
to reproduce the measured rate in the NaI data. Since
the Compton background in the simulation is unlikely
to be accurate due to the lack of many features of the
real cavern and objects within it in the simulation, the
8analysis focuses on γ-lines with energies of 1400 keV and
above where the Compton background is less dominant.
The simplest technique is to fit Gaussians for the four
most prominent lines at 1461 keV (40K, BR: 10.66%) ),
1764 keV (214Bi, BR: 15.30%) , 2204 keV (214Bi, BR:
4.92%) and 2614 keV (208Tl, BR: 99.75%). Choosing
to focus on the photopeaks selects predominantly γ-rays
that have been produced near the surface of the cavern
walls, as they have travelled to the detector without any
Compton scatters.
The background shape was difficult to model, as it con-
tains Compton scatters from γ-rays of all energies and
other peaks from the uranium and thorium chains. A
background probability distribution function (PDF) was
created from the simulated spectra with the most promi-
nent lines removed, and signal PDFs were produced from
Gaussian functions with widths constrained according to
the resolution function shown in Fig. 4. The branch-
ing ratio for the two 214Bi lines were constrained, and
the total rate from radon was allowed to float with a
20% uncertainty due the location of the radon measure-
ment as previously mentioned. An example of the fit
to the unshielded data taken in the centre of the wa-
ter tank is shown in Fig. 8. The energy region below
1300 keV is not shown; some non-linearity of the chan-
nel to energy calibration and the lack of resolution mea-
surements below 662 keV for smearing of the simulation
leads to poorer agreement. For each of the 1461, 1764
1400 1600 1800 2000 2200 2400 2600 2800 3000
Energy (keV)
3−10
2−10
1−10
R
at
e 
(H
z /
 ke
V) Data
K - 1.46 MeV40
Bi)214U - 1.76 MeV (238
Bi)214U - 2.20 MeV (238
Tl)208Th - 2.61 MeV (232
K - background40
U - background238
Th - background232
Rn222
Total Fit Model
FIG. 8: Fitted energy spectrum for position (a) showing the
1461 keV 40K line, the 1764 keV and 2204 keV lines from
238U and 2614 keV from 232Th, background contributions
from other, less dominant lines and Compton scattering, and
in yellow, the airborne radon contribution.
and 2614 keV peaks (denoted by the subscript i for iso-
tope) in each measurement (denoted by the subscript m),
a corresponding activity was determined using the com-
parison to the simulated rate in each peak:
Ai,m =
Ri,m −RIi
εRsimi,m
, (4)
where Ri,m is the rate in each signal peak in data de-
termined by the Gaussian fit, RIm is an internal rate cal-
culated from the average of measurements (e) and (f) -
these were shielded by both lead and the steel pyramid so
are subtracted to account for the intrinsic background of
the set up, ε is the aforementioned efficiency correction
determined from calibration, and the rate in the simu-
lated peak, Rsimi,m is calculated using:
Rsimi,m =
Ni,m
N toti,mBmM
, (5)
where Ni,m is the raw number of counts in a given peak
for isotope i and measurement position m, N toti,m is the
total number of initial events simulated within the rock,
Bm is the event biasing multiplicative factor for mea-
surement m, and M is the mass of the simulated rock
shell. This is equivalent to simulating 1 Bq/kg for each
isotope and determining the necessary scale factors to
match data.
4. Results and Discussion
Table III contains the fit results for each peak in both
rate, Ri,m and activityAi,m. There are large variations in
the activities determined for each position; this is a result
of several unknown factors. Firstly, the radon concentra-
tion within the cavern, whilst allowed to float within 20%
of the measurement in a separate area of the Davis cam-
pus, produced a very similar spectrum to the uranium
from the cavern walls, since most γ-rays are emitted from
the late chain decays after 222Rn. Due to a lack of de-
tailed information about airflow around the Davis cam-
pus at this time and the unusual fluctuations in radon
concentration, however, this uncertainty is expected to
account for the large variation in 238U activities. Further-
more, the simulation uses a simplified cavern geometry
lacking many features of the cavern, such as steel grat-
ing, the walls of the counting rooms and the control room,
which may affect the peak to continuum ratios. Finally, a
variation in activities for different measurements may in-
dicate some non-uniformity in the concentrations of each
isotope spatially within the cavern walls, although not
high enough to suggest the presence of rhyolite. A range
of activities were measured for each isotope in Table I,
and depending on the source of the shotcrete material,
the values of these may have a spatial dependence.
The treatment of each measurement as an independent
observation of the same flux within the cavern results in
average activities of 220±60 Bq/kg of 40K, 29±15 Bq/kg
of 238U and 13± 3 Bq/kg of 232Th. The total measured
γ-ray flux above 0 keV is 1.9 ± 0.4 γ cm−2 s−1 and for
energies exceeding 1000 keV is 0.35 ± 0.08 γ cm−2 s−1,
as show in Table IV. This is consistent with the upper
limit of 2.19 γ cm−2s−1 above 1000 keV in Ref. [27]. An
additional flux of 0.09±0.02 γ cm−2 s−1 can be expected
from the average radon activity of 310 Bq/m3. Normalis-
ing simulated rates in each peak with these average activ-
ities gives good agreement across all measurements and
is considered sufficient to estimate background rates for
the LZ experiment.
Shotcrete undergoing HPGe screening contained 40K,
9TABLE III: Fit results for the three signature lines for each isotope/decay chain. The best fit activities, Am, are given for
each measurement - except the two lowest rate positions, where the contribution from the cavern is minimal. The
uncertainties are from fit results only; a larger systematic uncertainty can be expected from the simplified simulation model.
The average values are show at the bottom with their standard deviations.
Position of measurement Label
40K - 1461 keV 238U - 1764 keV 232 Th - 2614 keV
Rate Am Rate Am Rate Am
(Hz) (Bq/kg) (Hz) (Bq/kg) (Hz) (Bq/kg)
Centre of water tank, unshielded a 10.33± 0.04 285± 1 2.55± 0.02 36.9± 0.4 2.12± 0.02 15.2± 0.1
Upper Davis, unshielded b 13.82± 0.07 135± 4 1.56± 0.02 10.4± 0.2 2.498± 0.004 8.8± 0.1
East Counting Room, unshielded c 28.8± 0.1 264± 1 2.98± 0.03 18± 0.2 4.31± 0.03 12.2± 0.2
Edge of tank, looking down d 1.01± 0.01 182± 2 0.875± 0.005 31.4± 0.2 0.214± 0.002 16.7± 0.1
Halfway to edge of tank, looking down e 0.167± 0.002 - 0.141± 0.002 - 0.0487± 0.0001 -
Centre looking down f 0.300± 0.001 - 0.157± 0.001 - 0.0560± 0.0004 -
Centre of tank, looking up g 3.47± 0.01 214± 1 1.29± 0.01 48.4± 0.2 0.650± 0.004 9.5± 0.1
Averaged activities - - 220± 60 - 29± 15 - 13± 3
TABLE IV: Integrated γ-fluxes in the Davis cavern from
radioactive contamination within the walls.
Energy Flux
(keV) (γ cm−2 s−1)
0–1000 1.6± 0.4
1000–2000 0.30± 0.08
> 2000 0.05± 0.01
Total 1.9± 0.4
238U, 232Th levels of 272 Bq/kg, 23 Bq/kg and 12 Bq/kg
respectively for averages of samples during construction,
and the more recent sample contained 220 ± 30 Bq/kg,
21 ± 1 Bq/kg, 11.4 ± 0.4 Bq/kg (see Table I), showing
agreement within uncertainties with the results of this
analysis. This suggests the dominant contribution to the
γ-ray flux in the Davis cavern is the shotcrete layer, with
no measurable excess or directionality due to rhyolite.
5. Comparison with the LS Screener and
Implications for LZ
A cross-check of these results was performed through
simulation of the LS Screener detector, described in
Ref. [28], which took data at four positions in z within
the water tank. The γ-ray contribution to the rate in the
LS Screener from both the cavern and a steel stand orig-
inally used to support the LUX detector was simulated
within the BACCARAT simulation framework using the
event biasing technique. Due to the attenuation of cavern
γ-rays by the water in the tank, initial simulated effective
decays (including multiplicative factors) totalled 1×1014
per isotope, and two event biasing surfaces were used
to obtain sufficient statistics within the detector. These
simulation results were combined with the internal rate
of the LS Screener measured in the position best shielded
from external γ-rays (∼ 140 cm below the centre of the
tank), see Fig. 9. In the position most sensitive to the
cavern flux at the top of the water tank, the rate above
1300 keV predicted by simulation using the activities de-
termined in this paper was 60± 10 mHz, consistent with
with the observed rate of 60± 1 mHz.
The LZ Outer Detector is designed to operate with a
veto threshold of 200 keV; above this, the integrated rate
expected from the cavern using the results of this analy-
sis is 27 ± 7 Hz. Combining this with the prediction for
internal rate from LS contaminants in Ref. [28], totalling
6±2 Hz, and less than 12 Hz from simulation of radioac-
tivity from LZ components (see Ref. [5]; an upper limit
is given due to the use of upper limits in screening results
for materials dominant to this rate), leads to a total rate
in the LZ OD of 45±7 Hz, significantly below the 100 Hz
needed to maintain less than 5% impact on LZ live time.
Furthermore, these results and the simulation model de-
veloped for this and other related studies has been used
to inform the background model for a 136Xe 0νββ-decay
search in LZ, particularly influenced by the high energy
γ-rays from the U and Th chains due to the Q-value of
2458 keV.
6. Conclusion
The γ-ray flux inside the Davis cavern at SURF has
been measured using a sodium iodide detector, finding
the corresponding radioactive contamination levels to be
220 ± 60 Bq/kg of 40K, 29 ± 15 Bq/kg of 238U, and
13 ± 3 Bq/kg of 232Th - consistent with shotcrete ma-
terial used to coat the cavern walls. Radon in cavern air
was found to produce a significant contribution to the
measured rate, and there is no conclusive evidence for a
significant or asymmetric flux from the high radioactivity
rhyolite intrusion within the cavern. These results can be
used to estimate the background contribution from the
Davis cavern for the LZ dark matter experiment.
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